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1 General Information 
 

1.1 Description of LED Light Sources 
 
Tested Model: 
 

Part Number: RF-W2HV32DS-FF-N2 

Part Type: 2835 

Nominal CCT: 2700K 

 

Family products covered by this report: 
 

According to ENERGY STAR® Requirements for the Use of LM-80 Data, the following products can be 

covered by this report base on the information and declaration provided by manufacturer. The 

information of these models shows that the covered products meet all section 4 requirements of 

ENERGY STAR® Requirements for the Use of LM-80 Data (September 28, 2017). 

This report covers the following models: 
 

Testing Model Multiple Model Difference Details 

RF-W2HV32DS-FF-N2 R*-* ** * * 32DS-**-** (-Y)-** 
1. CCT:2200-8200 
2. Internal management code. 

See 
below 

 

Note�Ö 

1. The first * can be F or T, It is an internal Market code which does not affect property. 
2. The second * represent customer name, it can be C, D, H, K, L, M, P, S, T, W, Y, which also can be 

excluded. 
3. The third to fourth * represent CCT, it can be 22, 24, 27, 30, 35, 40, 45, 50, 57, 60, 62, 65, 82; ** 

don�¶t mean only two numbers, it maybe also as mentioned 2, 3, 4, 5, 6, 7, 8. 
4. The fifth * represent Chromogenic index, it can be R, M, H, T, or Q&S which does not affect product 

property. 
5. The sixth * it can be V, I or P, it is an internal Market code of Leadframe. 
6. The seventh to eighth * can be AF, BF, CF, DF, EF, FF, FD or FH, it is an internal Market code which 

does not affect product property. 
7. The ninth to tenth ** can be N, J, T, N2, F2, 2J, or2N, it is an internal Market code which does not 

affect product property. 
8. The letter �³Y�  ́on behalf of the centrifugal power equipment is not used, No �³Y�  ́on behalf of using 

centrifugal power equipment. 
9. The last letter -** represent project code, not specified, it can be blank, * or ** and number or letter. 
 
Disclaimer: 
 
The truthfulness and accuracy of all the technical information above for the covered LED products is 
ensured by manufacturer of LED light source. Shenzhen Anbotek Pengcheng Compliance Laboratory 
�/�L�P�L�W�H�G���L�V�Q�¶�W���U�H�V�S�R�Q�V�L�E�O�H���R�U���J�L�Y�H�V���D�Q�\���J�X�D�U�D�Q�W�H�H�V���I�R�U���W�K�H���W�U�X�W�K�I�X�O�Q�H�V�V���R�I���W�K�H���W�H�F�K�Q�L�F�D�O���L�Q�I�R�U�P�D�W�L�R�Q�� 
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1.2 Product Description for Device under Test (DUT) 
 

Manufacturer: Shenzhen Refond Optoelectronic Co., Ltd. 

Tested Model: RF-W2HV32DS-FF-N2 

Part Type: 2835 

Nominal CCT: 2700K 

Nominal Ra: 80 

Number of LED tested: See tables 

Case Temperature (Test Point Temperature): See tables 

Drive Current of the LED During Lifetime Test: See tables 

Initial luminous flux and forward voltage at photometric 
measurement current: 

See tables 

Lumen maintenance data for each individual LED along 
with median value, standard deviation, minimum and 

maximum lumen maintenance value for all of the LED: 
See tables 

Observation of LED failure including the failure 
conditions and time of failure: 

See tables 

LED monitoring interval: The LED light source is inspected at regular interval 
(24 hours) throughout the 9000 hours test. 

Photometric measurement uncertainty: 1.5% on flux measurements for LM-80 testing. 

Chromaticity shift reported over the Measurement time: See tables 

LED Test interval: 
At regular intervals (1000 hours) throughout the 9000 
hours test. 

Date of Receiving Sample: 2017-11-08 

Test Duration: 2017-11-09 to 2018-11-21 
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1.3 Standards Used 
 
IESNA LM-80-15: IES Approved Method for Measuring Luminous Flux and Color Maintenance of LED, 
Arrays and Modules. 
 

ENERGY STAR�ß Program Guidance Regarding LED Package, LED Array and LED Module Lumen 

Maintenance Performance Data Supporting Qualification of Lighting Products (This test method was 
not accredited by IAS) 

 

1.4 Test Facility Description 
 

The test facility used by Shenzhen Anbotek Pengcheng Compliance Laboratory Limited is located at 

Floor 1, Building C, Gold Power Industrial Park, Julongshan Grand Industrial Zone, Pingshan District, 

Shenzhen, Guangdong, China. 

 

1.5 Test Equipment List  
 

Device Manufacture Model No. Serial No. Calibration Date 
Calibration Due 

Date 

Digital Power 
Meter 

YOKOGAWA WT210 SE-074 2018-06-06 2019-06-05 

LM-80 Aging Test 
System 

KEYI KY-3X-LH60 SE-564 2018-06-06 2019-06-05 

DC Power Supply EVERFINE WY605 SE-605 2018-06-06 2019-06-05 

Standard Lamp EVERFINE D062 SE-606 2018-06-06 2019-06-05 

Spectrum 
Analyzer 

EVERFINE HAAS-2000 SE-607 2018-06-06 2019-06-05 

Integrating Sphere 
(0.5m) 

EVERFINE AIS-2 SE-608 Before use Before use 
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3 Test Method 
 

3.1 Photometric and Electrical Measurement 
 
Total light output (luminous flux) for the 25°C±1°C ambient temperature conditions is measured using a 

integrating sphere. Each LED is operated at rated drive current (CC Mode).  

 

The total uncertainty of the light output measurements is estimated, at the 95% confidence level, not to 

exceed±1.6% over the wavelength range 380-800nm. 

 

3.2 Season the LED from 0 hours to 9000 hours 

 

Three LM-80 aging measurement system Temperature Chambers are using for Seasoning, and the 

temperature is set to 55°C, 85°C, 105°C (manufacture defined), the airflow is minimum to keep the 

uniformity to temperature. LED are operated steady state (no cycling) for a period of 9000 hours, 

checked the lumen flux and Chromaticity Shift every 1000 hours. The samples are inspected at regular 

intervals (24 hours) throughout the 9000 hours. The time and date of failure of each lamp is recorded. 

The actual elapsed time for each light LED is in hour.  
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4 Data Set 1: 55°C, 60 mA 

 

Description of Light Sources Tested: RF-W2HV32DS-FF-N2 

Case Temperature: 54.5°C 

Ambient Temperature: 53.5°C 

Drive Current: 60 mA 

Measure Current: 59.9 mA 

Failures Observed: None 

 
Lumen Maintenance (%) 

Sample 
No. 

VF(V) �-���O�P�� 1000hrs 2000hrs 3000hrs 4000hrs 5000hrs 6000hrs 7000hrs 8000hrs 9000hrs 

L1 18.56 120.2 100.02% 99.78% 99.57% 98.94% 98.72% 97.92% 
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7 Product Photo 
 

 

 

 

 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

*****END OF TEST REPORT***** 

TMPLED 


